
17.04.2020 

SUPPLY AND INSTALLATION OF BRONCHOSCOPE FLEXIBLE – ADULT AND 
PEDIATRIC WITH INSTRUEMNTS, RIGID BRONCHOSCOPE – ADULT AND 

PEDIATRIC WITH INSTRUMENTS, STROBOSCOPY, OESOPHAGOSCOPE – 
ADULT AND PEDIATRIC WITH INSTRUEMTS AND NASOPHARYNGOSCOPE 

FOR MEDICAL COLLEGE HOSPITALS AND DISTRICT HEADQUARTERS 
HOSPITALS AT VARIOUS DISTRICTS OF TAMIL NADU 

 
TENDER NO. PKG22/LCB/TNUHP/TNMSC/ENGG/2019, DT:25.10.2019 

 

Result of Evaluation 

Schedule No. (1) Bronchoscope Flexible- Adult and Pediatric with Instruments – 6 Nos. 

 

 

Schedule No. (2) Rigid Bronchoscope - Adult and Pediatric with Instruments – 5 Nos. 

Sl. 
No 

Name of the bidder 

Technical 
Evaluation 
Report 

Commercial 
Evaluation 
Report 

Reason for rejection / 
Remarks 

1. M/s. Vishal Surgical Equipment 

Co. Pvt. Ltd. 
Make: Karl Storz 

Responsive Responsive NIL 

 

 

 

Sl. 

No 
Name of the bidder 

Technical 
Evaluation 

Report 

Commercial 
Evaluation 

Report 

Reason for rejection / 
Remarks 

1. 
 

M/s. 
Olympus 
Medical 

Systems 
India Pvt. 

Ltd. 

Option –I 
Model: LF-TP, LF-
DP, CLL-V1, 

WA03310A, OTV-
SC2, AAR-T10E, 

NDS 24” monitor 

Responsive Responsive NIL 

Option –II 
Model: BF-PE2, 
BF-XP60, CLK-4, 

MB-155, OTV-
SC2,AR- AAR-

T10E, NDS 24” 
monitor, 
Software, trolley 

Responsive Responsive NIL 



 

Schedule No. (3) Stroboscopy – 2 Nos. 

Sl. 
No 

Name of the bidder 

Technical 

Evaluation 
Report 

Commercial 

Evaluation 
Report 

Reason for rejection / 

Remarks 

1. M/s. Vishal Surgical Equipment 

Co. Pvt. Ltd. 

Make: Karl Storz 

Responsive Responsive NIL 

2. M/s. BN Surgicals 

Make: Olympus 

Responsive Responsive NIL 

3. M/s. Vaansari Marketing 

Services 

Make: Ecleris 

Non- 

Responsive 

Responsive As per the 

demonstration report, 
the picture quality 

performance was not 
good and images were 
not comparable with the 

other two models. 

 

Schedule No. (4) Oesophagoscope – Adult and Pediatric with Instruments – 6 Nos. 

 

 

Schedule No. (5) Nasopharyngoscope - 1 No. 

Sl. 
No 

Name of the bidder 

Technical 

Evaluation 
Report 

Commercial 

Evaluation 
Report 

Reason for rejection / 

Remarks 

1. M/s. Vishal Surgical Equipment 

Co. Pvt. Ltd. 

Make: Karl Storz 

Non- 
Responsive 

Responsive As per demonstration 
report, the image 

quality was not good 
and hence not 

recommended.   

Sl. 

No 
Name of the bidder 

Technical 
Evaluation 

Report 

Commercial 
Evaluation 

Report 

Reason for rejection / 
Remarks 

1. M/s. Vishal Surgical Equipment 

Co. Pvt. Ltd. 

Make: Karl Storz 

Responsive Responsive NIL 



Sl. 
No 

Name of the bidder 

Technical 

Evaluation 
Report 

Commercial 

Evaluation 
Report 

Reason for rejection / 

Remarks 

2. M/s. BN Surgicals 
Make: Olympus 

Responsive Responsive NIL 

3. M/s. Vaansari Marketing 

Services 

Make: Ecleris 

Non- 
Responsive 

Responsive As per demonstration 
report, the image 

quality was not good 
and hence not 

recommended.   

 

 


